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Abstract
Background: Activity trackers are increasingly popular with both consumers and researchers for monitoring activity and for
promoting positive behavior change. However, there is a lack of research investigating the performance of these devices in
free-living contexts, for which findings are likely to vary from studies conducted in well-controlled laboratory settings.
Objective: The aim was to compare Fitbit One and Jawbone UP estimates of steps, moderate-to-vigorous physical activity
(MVPA), and sedentary behavior with data from the ActiGraph GT3X+ accelerometer in a free-living context.
Methods: Thirty-two participants were recruited using convenience sampling; 29 provided valid data for this study (female:
90%, 26/29; age: mean 39.6, SD 11.0 years). On two occasions for 7 days each, participants wore an ActiGraph GT3X+
accelerometer on their right hip and either a hip-worn Fitbit One (n=14) or wrist-worn Jawbone UP (n=15) activity tracker. Daily
estimates of steps and very active minutes were derived from the Fitbit One (n=135 days) and steps, active time, and longest idle
time from the Jawbone UP (n=154 days). Daily estimates of steps, MVPA, and longest sedentary bout were derived from the
corresponding days of ActiGraph data. Correlation coefficients and Bland-Altman plots with examination of systematic bias were
used to assess convergent validity and agreement between the devices and the ActiGraph. Cohen’s kappa was used to assess the
agreement between each device and the ActiGraph for classification of active versus inactive (≥10,000 steps per day and ≥30
min/day of MVPA) comparable with public health guidelines.
Results: Correlations with ActiGraph estimates of steps and MVPA ranged between .72 and .90 for Fitbit One and .56 and .75
for Jawbone UP. Compared with ActiGraph estimates, both devices overestimated daily steps by 8% (Fitbit One) and 14%
(Jawbone UP). However, mean differences were larger for daily MVPA (Fitbit One: underestimated by 46%; Jawbone UP:
overestimated by 50%). There was systematic bias across all outcomes for both devices. Correlations with ActiGraph data for
longest idle time (Jawbone UP) ranged from .08 to .19. Agreement for classifying days as active or inactive using the ≥10,000
steps/day criterion was substantial (Fitbit One: κ=.68; Jawbone UP: κ=.52) and slight-fair using the criterion of ≥30 min/day of
MVPA (Fitbit One: κ=.40; Jawbone UP: κ=.14).
Conclusions: There was moderate-strong agreement between the ActiGraph and both Fitbit One and Jawbone UP for the
estimation of daily steps. However, due to modest accuracy and systematic bias, they are better suited for consumer-based
self-monitoring (eg, for the public consumer or in behavior change interventions) rather than to evaluate research outcomes. The
outcomes that relate to health-enhancing MVPA (eg, “very active minutes” for Fitbit One or “active time” for Jawbone UP) and
sedentary behavior (“idle time” for Jawbone UP) should be used with caution by consumers and researchers alike.
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Introduction
Regularly participating in physical activity and minimizing time
spent in sedentary behavior are associated with a significantly
reduced risk of poor health outcomes, including cardiovascular
disease, overweight and obesity, and all-cause mortality [1,2].
Despite the health benefits, many individuals are physically
inactive and spend large amounts of time sedentary [3,4];
Australians spend 50% to 70% of their waking time being
sedentary [5] and almost 60% of Australian adults are classified
as
insufficiently
active
(<150
minutes/week
of
moderate-to-vigorous physical activity) [3]. Strategies for
increasing physical activity and reducing time spent sedentary
are important to reverse these trends and for preventing poor
health outcomes.
Activity trackers are becoming increasingly popular for
monitoring physical activity and sedentary behavior, and for
promoting positive behavior change [6]. Activity trackers are
commonly waist- or wrist-worn devices that include a range of
sensors for self-monitoring behavior. These devices typically
sync with a Web- or app-based interface, which provides
summary data and individual feedback on behaviors. Common
types of activity data from these devices include number of
steps, time spent in physical activity by intensity, and time spent
“idle.” The devices also have additional functions that can be
used to support behavior change, such as goal setting (eg, 10,000
steps per day), prompts/cues, and social networking and
accountability [7]. The uptake of these devices, both in the
consumer market and in research, has been rapid [8-10]. It is
estimated that more than 50 million smartwatch and health and
fitness trackers were sold worldwide in 2015 and it is predicted
that this figure will reach more than 80 million in 2016 [11].
Given the commercial availability of next-generation activity
trackers and the rapid rate of uptake by consumers and
researchers, it is important to understand their accuracy.
Previous studies investigating the Fitbit One (worn on the hip)
or the wrist-worn Jawbone UP in laboratory settings have
demonstrated a high level of accuracy for physical activity
outcomes compared with reference methods, with relative
differences and correlations ranging from approximately 2% to
20% and ≥.97, respectively [12-15]. However, given their
controlled settings, these studies have limited ecological validity.
Only two studies have investigated the validity of a Fitbit or
Jawbone device in free-living settings [16,17]. Although these
studies have also demonstrated acceptable validity, correlations
were lower than in controlled settings, ranging from .8 to .9
[16,17]. In addition, no previous studies have investigated the
sedentary behavior features of the Jawbone UP (eg, idle time)
[18]. Further research is required in free-living conditions, which
reflect how these devices are used day to day.
The aim of this study was to compare Fitbit One and Jawbone
UP estimates of steps, moderate-to-vigorous physical activity
http://www.jmir.org/2016/9/e239/
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(MVPA), and sedentary behavior with data from the ActiGraph
GT3X+ accelerometer in a free-living context.

Methods
Data were collected as part of a larger, 12-week physical activity
intervention study that included three groups that were randomly
allocated to wear a Fitbit One, Jawbone UP, or standard
pedometer. The aim of this larger study was to compare the
efficacy of the three devices to increase physical activity.
Outcomes were measured at baseline, mid-, and
post-intervention in August, September, and October 2014 using
the ActiGraph GT3X+ accelerometer. Data for this substudy
were collected at mid- and post-intervention when participants
concurrently wore an ActiGraph GT3X+ accelerometer.
Demographic and anthropometric data for this study were
collected at baseline. Ethical approval for this study was
obtained from The University of Queensland Ethics Committee
(#2014000766).

Recruitment and Participants
Participants were recruited in July 2014 via convenience
sampling at three campuses of a large Australian metropolitan
university via an email advertisement to staff that included study
information and participant eligibility criteria. The target sample
size was 15 participants per group based on sample size
calculations for the intervention trial. People indicated interest
via return email and were then screened for eligibility via
telephone interview. To be eligible, participants had to be
healthy, ambulatory, aged between 18 and 65 years, have
accumulated less than 150 minutes of MVPA in the past week
(assessed using the Active Australia Survey [19,20]), and own
or have access to a mobile phone compatible with both the Fitbit
One and Jawbone UP. People who met all eligibility criteria
were then invited to an individual face-to-face appointment
where they provided written informed consent prior to data
collection. At the conclusion of the study, participants received
an AU $50 gift card gratuity.

Measures
Fitbit One
The Fitbit One (Fitbit Inc, San Francisco, CA, USA) is a small
(48.0 × 19.3 × 9.65 mm), light-weight (8 g), consumer-based
activity tracker that includes a three-axis accelerometer and an
altimeter (Figure 1). Outcomes from this device include steps,
floors climbed, distance traveled, calories burned, and active
minutes. At the time these data were collected, the active time
variable was labeled “very active minutes.” This was not well
defined by Fitbit Inc; the explanation was limited to time spent
in “higher intensity” exercise [21]. For this study, very active
minutes was defined as time spent in MVPA. The Fitbit One
syncs via Bluetooth Low Energy to a mobile device or a
computer. Data can be viewed using the Web-based platform
J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 2
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or the Fitbit mobile phone app, and immediate feedback on
cumulative data for the current day is provided on the organic
light-emitting diode (OLED) display. The device has a battery
life of 10 to 14 days and stores 7 days of detailed,
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minute-by-minute data as well as daily summary data for the
preceding 23 days. The device is not waterproof and the
manufacturer’s instructions indicate that the device can be worn
on a belt, bra, or in a pocket.

Figure 1. Fitbit One (A) and Jawbone UP (B).

Jawbone UP
The Jawbone UP (Jawbone, San Francisco, CA, USA) is a light
(19-23 g), wrist-worn, consumer-based activity tracker that
includes a three-axis accelerometer (Figure 1). Outcomes from
this device include steps, distance traveled, active time, calories
burned, and longest idle time. No manufacturer definition for
“active time” or “longest idle time” could be identified. For this
study, active time was defined as time spent in MVPA and
longest idle time was defined as longest sedentary bout. The
Jawbone UP syncs via the 3.5 mm headphone jack and is only
compatible with mobile devices; therefore, data are viewed
using the associated mobile phone app and there is no display
on the device for immediate feedback. The wrist-worn activity
tracker comes in three sizes (small: 14.0 × 15.5 cm; medium:
15.5 × 18.0 cm; large: 18.0 × 23.0 cm), has a battery life of
approximately 10 days, can store up to 9 months of data, and
is not waterproof. The manufacturer’s instructions indicate that
the device can be worn on either the dominant or nondominant
wrist, with the wear location reported in the Settings. For this
study, participants could choose which wrist they wanted to
wear the device on and were encouraged to ensure that the
correct location was entered in the Settings.
For both trackers, daily estimates for the outcomes of interest
(Fitbit One steps and active minutes; Jawbone UP active time
and longest idle time) were extracted from the users’ accounts
and entered into an Excel spreadsheet by a research assistant.
Data were included for days that there was a corresponding
valid day of accelerometry data. Participants were instructed to
wear the devices during waking hours, removing them for
water-based activities or contact sports, but were not required
to keep wear logs in order to improve the free-living fidelity of
the devices over the 12-week intervention. Participants were
http://www.jmir.org/2016/9/e239/
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able to input activity sessions, such as swimming/contact sports,
through the “log workout” function in the Jawbone UP app and
the “track exercise” feature in the Fitbit app.

Accelerometry
The comparison instrument for this study was the ActiGraph
GT3X+ accelerometer (Pensacola, FL, USA). Participants were
asked to wear the accelerometer on their right hip for 7 days at
each measurement occasion, except when sleeping, during
water-based activities, or engaging in contact sport. Participants
were also asked to complete a brief log to record and monitor
on/off times, wake and sleep times, and the duration and reason
if the monitor was removed for more than 10 minutes. The
ActiGraph GT3X+ accelerometer was initialized with a 30 Hz
sampling frequency and raw data from .gt3x files were converted
to 30-second epoch data files prior to analysis. A valid day was
defined as a minimum wear time of 10 hours/day, with non-wear
time defined as 60 minutes or more of consecutive activity
counts of zero, with a spike tolerance of 2 minutes and 100
counts/minute [22,23]. For all valid days, daily estimates of
steps (steps/day), time spent in MVPA (minutes/day), and
longest sedentary bout (minutes/day) were derived from the
vertical axis data using ActiLife software version 6 (ActiGraph,
Pensacola, FL, USA) using cutpoints of less than 100
counts/minute for sedentary [24] and more than or equal to 2020
counts/minute for moderate-to-vigorous intensity activity [22].
The ActiGraph GT3X+ accelerometer has been shown to have
good reliability (intraclass correlation coefficient [ICC]=.97
when tested using a motorized vibration table) [25]. Few studies
have been published on the validity of the GT3X+ version of
the ActiGraph accelerometer specifically; however, previous
versions of the ActiGraph accelerometer (CSA and GT1M)
have good waist-worn validity in treadmill walking and running
J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 3
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compared with indirect calorimetry (r=.56, P<.001 and r=.53,
P<.05, respectively) in adults [26,27]. A recent study has
demonstrated acceptable agreement between steps estimated
by the ActiGraph GT3X+ at moderate-high walking speeds in
a laboratory setting (ICC .72-.99 compared with direct
observation) and in free-living situations (ICC=.90; compared
with Yamax Digiwalker) [28].

Demographic Variables and Anthropometry
Written questionnaire items were used to collect information
on gender, date of birth, and level of education. Standing height
and weight were measured using a stadiometer (217 stadiometer,
SECA, Hamburg, Germany) and an electronic scale (Sensa 804,
SECA, Hamburg, Germany) according to protocols developed
by the International Society for the Advancement of
Kinanthropometry [29]. Each variable was measured twice and
the mean obtained. If the first and second measures varied by
more than 10%, a third was measured and the median of the
three values was recorded. The same equipment was used for
all participants. Body mass index (BMI) was determined as
weight (kg)/height2 (m).

Statistical Analyses

limits of agreement varied across mean values of Fitbit One or
Jawbone UP and ActiGraph outcomes ([Fitbit One or Jawbone
UP + ActiGraph outcome]/2) [31]. Cohen’s kappa (κ) statistic
was used to assess the agreement between devices for
classification of active versus inactive based first on achieving
10,000 steps or more per day (default step goal on both devices)
and second on achieving 30 minutes/day or more of MVPA,
comparable with public health guidelines [32]. For each outcome
(steps and MVPA), each day was coded as either 0 for active
(≥10,000 steps or ≥30 mins of MVPA) or 1 for inactive (<10,000
steps or <30 mins of MVPA). The strength of Cohen’s kappa
was interpreted based on the following definitions: less than
chance agreement (<.0), slight agreement (.01-.20), fair
agreement (.21-.40), moderate agreement (.41-.60), substantial
agreement (.61-.80), and almost perfect agreement (.81-.99). P
values were based on two-sided tests and were considered
statistically significant at P<.05. All statistical analyses were
conducted in SPSS version 21 (IBM Corp, Armonk, NY, USA).
Post hoc power calculations determined that a sample size of
N=289 daily comparisons would detect correlations as low as
.17 with 80% power and 5% alpha.

Results

Descriptive statistics (n, mean, standard deviation, and
prevalence) were calculated for demographic and physical
measures. Absolute agreement was examined using ICCs and
95% confidence intervals. Correlation was assessed using
Pearson correlation coefficient (r) or Spearman rank correlation
coefficient (ρ) when data were non-normally distributed with
95% confidence intervals. The strength of correlation
coefficients was interpreted based on the following definitions:
weak (r=.5), moderate (r=.5-.7), and strong (r ≥.7).
Bland-Altman plots [30] were used to examine the differences
between all outcomes, with mean bias and 95% limits of
agreement reported. After visual examination of the plots, linear
regression was used to examine whether mean difference and

Participant Characteristics
A total of 48 participants were recruited for the larger
intervention study (n=16 per group). Of the 32 participants
allocated to the activity tracker groups, 29 provided valid data
for the current analyses, with comparable numbers of
participants in the Fitbit One group (n=14) and the Jawbone UP
group (n=15). The characteristics of the participants are
presented in Table 1. The sample consisted predominantly of
middle-aged women (female: 90%, 26/29; age: mean 39.6, SD
11.0 years) who were highly educated (86%, 25/29 completed
tertiary education) and with normal-overweight BMI (mean
25.9, SD 5.0 kg/m2).

Table 1. Participant characteristics.
Characteristics

All (n=29)

Fitbit (n=14)

Jawbone (n=15)

Female, n (%)

26 (90)

12 (86)

14 (93)

Age (years), mean (SD)

39.6 (11.0)

36.1 (12.8)

42.8 (8.1)

Completed tertiary education, n (%)

25 (86)

13 (93)

12 (80)

BMI (kg/m2), mean (SD)

25.9 (5.0)

26.5 (6.5)

25.4 (3.2)

Comparison Findings
The 29 participants contributed a total of 289 valid days of data
for analyses (Fitbit One: n=135 days; Jawbone UP: n=154 days).
Descriptive statistics, correlation coefficients, agreement, and
Bland-Altman parameters for Fitbit One, Jawbone UP, and
ActiGraph are presented in Table 2. According to accelerometry
estimates, participants in the Fitbit group accumulated a mean
8497 (SD 2878) steps/day and 36.6 (SD 25.0) minutes/day of
MVPA. Mean values for the Jawbone UP group were 7511 (SD
2692) steps/day and 37.4 (SD 22.8) minutes/day of MVPA; the
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mean longest sedentary bout for this group was 46.4 (SD 9.8)
minutes/day. Overall, correlations for steps and MVPA were
strong for both devices, although higher for Fitbit One (r=.85
for steps and ρ=.80 for MVPA) than for Jawbone UP (r=.75 for
steps and ρ=.75 for MVPA). The correlation between Jawbone
UP longest idle time and ActiGraph longest sedentary bout was
poor (ρ=.19). Absolute agreement (ICC) was acceptable for
ActiGraph and Fitbit One steps (.90) and MVPA (.72) and
Jawbone UP steps (.79). However, agreement was weak between
ActiGraph and Jawbone UP estimates of MVPA (.56) and
longest idle time (.08).
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Table 2. Descriptive statistics, correlations, agreement, and Bland-Altman parameters for Fitbit One and ActiGraph GT3X+.a
Statistic

Fitbit One

Jawbone UP

Steps

MVPA

Steps

MVPA

Longest sedentary bout

Mean (SD)

9221 (3416)

17.0 (17.6)

8690 (4029)

75.5 (35.5)

87.1 (45.6)

GT3X+, mean (SD)

8497 (2878)

36.6 (25.0)

7511 (2692)

37.4 (22.8)

46.4 (9.8)

r /ρ (95% CI)b

.85 (.80, .89)

.80 (.73, .85)

.75 (.67, .81)

.75 (.67, .81)

.19 (.03, .34)

ICC (95% CI)c

0.90 (0.86, 0.93)

0.72 (–0.15, 0.90)

0.79 (0.72, 0.84)

0.56 (–0.20, 0.83)

0.08 (–0.12, 0.27)

Mean difference (SD)d

0.2*x–916.1 (1820)

–0.4*x–9.2 (–19.2)

0.5*x–2491.3 (699.0)

0.5*x+10.6 (38.1)

1.7*x–72.3 (44.8)

95% Limits of agreementd

a

Upper

(0.2*x–916.1)+3567.0

0.2*x+0.5

(0.5*x–2491.3)+5290.0 0.8*x+20.2

(1.7*x–72.3)+87.8

Lower

(0.2*x–916.1)–3567.0

–0.8*x–18.8

(0.5*x–2491.3)–5290.0 0.08*x+1.1

(1.7*x–72.3)–87.8

Days analyzed for Fitbit One: n=135; days analyzed for Jawbone UP: n=154.

b

Correlations for steps were calculated using Pearson correlation coefficient (r). Correlations for MVPA and longest idle time were calculated using
Spearman rank correlation coefficient (ρ) due to non-normally distributed data. All correlations were significant at P<.05.
c

All agreements are significant at P<.001 except for longest sedentary bout (P>.99).

d

Where the mean difference or limits of agreement were systematically biased, equations are presented, where x=a given value on the x-axis (mean of
device and ActiGraph GT3X+ value).

Bland-Altman plots for steps for both devices are presented in
Figure 2. For the estimation of steps, analyses revealed
systematic bias for mean difference for both devices, with
differences increasing with increasing steps/day (see Figure 2).
However, 95% limits of agreement were unbiased for both
devices and limits were wider for the Jawbone UP than for Fitbit
One (5290 and 3567 steps/day, respectively). When absolute
values were calculated using the mean of the x-axis values
(mean of device and GT3X+ values; Fitbit One: 8859 steps/day;
Jawbone UP: 8100 steps/day), both devices overestimated steps
(Fitbit One: mean bias 767, 95% limits of agreement –2800 to
4334; Jawbone UP: mean bias 1178, 95% limits of agreement
–4112 to 6468).
For MVPA, systematic bias was evident for both the mean
difference and the limits of agreement for both the Fitbit One
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and the Jawbone UP (see Figure 3). The bias was toward larger
mean differences and 95% limits of agreement as values on the
x-axis increased. When absolute values were calculated using
the mean of the x-axis values (mean of device and GT3X+;
Fitbit One: 26.6 minutes/day; Jawbone UP: 56.4 minutes/day),
the Fitbit One underestimated MVPA by a mean 19.2
minutes/day (95% limits of agreement –39.2 to 5.5), whereas
the Jawbone UP overestimated by a mean of 38.1 minutes/day
(95% limits of agreement 5.8-65).
The differences between Jawbone UP and ActiGraph estimates
of longest sedentary bout were also biased (see Figure 4), with
larger differences when bouts were longer. The limits of
agreement were unbiased but wide (mean difference ±88
minutes), varying by up to 150% of the mean estimate according
to ActiGraph.
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Figure 2. Bland-Altman plots for device steps and ActiGraph steps: Fitbit (panel A; n=135), Jawbone UP (panel B; n=154). The solid line represents
the mean difference (steps) between the two measures and the dashed lines are the 95% limits of agreement.
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Figure 3. Bland-Altman plots for Fitbit “very active minutes” (panel A; n=135) and Jawbone “active minutes” (panel B; n=154) and ActiGraph MVPA
(mins). The solid line represents the mean difference (mins) between the two measures and the dashed lines are the 95% limits of agreement. MVPA:
moderate-to-vigorous physical activity.
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Figure 4. Bland-Altman plot for Jawbone “longest idle time” and ActiGraph “longest sedentary bout.” The solid line represents the mean difference
(minutes) between the two measures and the dashed lines are the 95% limits of agreement.

Classification of Active Versus Inactive
Using the criterion of at least 10,000 steps per day, agreement
between the Fitbit One and ActiGraph for the classification of
active versus inactive was substantial (κ=.68, P<.001). The
Fitbit One correctly classified 95% (41/43) of days as active
and 79% (73/92) of days as inactive. Agreement between the
Jawbone UP and ActiGraph was moderate (κ=.52, P<.001).
The Jawbone UP correctly classified 90% (25/28) of days as
active and 80% (100/126) of days as inactive.
Using the criterion of at least 30 minutes/day of MVPA,
agreement between the Fitbit One and ActiGraph was fair
(κ=.39, P<.001). The Fitbit One correctly classified 40% (28/70)
of days as active and 100% (63/63) of days as inactive (<30
min of MVPA per day). Agreement between the Jawbone UP
and ActiGraph was slight (κ=.14, P=.001). The Jawbone UP
correctly classified 100% (94/94) of days as active and 12%
(7/60) of days as inactive.

Discussion
The aim of this study was to compare Fitbit One and Jawbone
UP estimates of steps, MVPA, and sedentary behavior to data
from the ActiGraph GT3X+ accelerometer in a free-living
context. Both the Fitbit One and Jawbone UP demonstrated
acceptable accuracy compared with an ActiGraph GT3X+
accelerometer for the estimation of steps per day; however,
there were large over- and underestimates of MVPA. Analyses
revealed systematic bias for both devices, with significant linear
associations between the mean difference and mean values for
steps and MVPA, and for the 95% limits of agreement and mean
values for MVPA alone. The validity of the Jawbone UP
http://www.jmir.org/2016/9/e239/
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measure of sedentary behavior (“longest idle time”) was poor.
Both devices accurately classified more than 80% of the sample
days as active or inactive based on the 10,000 steps criterion;
however, days were frequently misclassified for meeting public
health guidelines of 30 minutes/day of MVPA.
The findings reported in this study suggest that both activity
trackers have utility for counting steps in free-living settings,
with both devices overestimating daily steps by only 5% to 15%
compared with ActiGraph (Fitbit One: 8%; Jawbone UP: 14%).
These findings are comparable to those reported in other studies
in free-living contexts [16,17], although our correlation for
Jawbone UP steps was lower (r=.75 vs r=.97) [17]. This
difference in correlation may be due to the larger sample size
in our study (n=154 vs n=21 days). The Fitbit One and Jawbone
UP have also been previously assessed in laboratory settings,
where the correlation with reference measures was considerably
stronger (.97-1.00) [13,15,33]. This is likely due to the tightly
controlled conditions in a laboratory protocol. No previous
studies have reported systematic bias for steps or MVPA and
these findings are important as they suggest that the magnitude
and direction of the average device error changes with increasing
total number of steps/day. However, this appears to have little
influence on the classification of participants as active or
inactive based on the cutoff of 10,000 steps/day, with excellent
agreement for both devices compared with ActiGraph
accelerometry.
Both devices were less accurate measuring MVPA than steps,
with correlations of .56 to .80 for both devices against ActiGraph
data. These findings are comparable to those reported by
Ferguson et al [17], who also reported a similar range of
correlations for Fitbit One and Jawbone UP estimates of MVPA
J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 8
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compared with ActiGraph accelerometry (.46-.91) in a
free-living context. Our findings also demonstrated systematic
bias in both devices across mean difference and 95% limits of
agreement, indicating that both the difference between devices
and the range of error vary across mean values.
It is important to note that despite reasonable correlations for
MVPA, compared with ActiGraph, the Fitbit One
underestimated MVPA by 46%, misclassifying 60% of days as
inactive when they were active, and the Jawbone UP
overestimated MVPA by 50%, misclassifying 88% of days as
active when they were inactive. The implications of consumer
devices over- and underestimating MVPA have significant
practical implications. For example, the Jawbone UP
overestimated MVPA by a mean 38.1 (SD 22.8) minutes/day
and was more likely to classify an inactive day as active. Over
a week, this would result in an overestimation of MVPA by a
mean of 266.7 (SD 159.6) minutes. Therefore, consumers
utilizing these devices will believe that they are engaging in
almost twice the recommended dose of physical activity [32],
when they are unlikely to be meeting minimum requirements
[2].
The large discrepancy in under- and overestimations could be
attributable to how MVPA was operationalized. The Fitbit
measure of MVPA was the “very active minutes” variable,
which is described by the manufacturer as “higher intensity
exercise.” The Jawbone measure of MVPA was the “active
time” variable, for which no manufacturer’s definition could
be identified. We assumed that these measures could relate to
MVPA, given that users are encouraged to accrue time spent in
these outcomes for health benefits, in line with the promotion
of MVPA as “health-enhancing” physical activity. An alternate
interpretation of the Fitbit data could be vigorous activity alone,
although the correlation was worse for vigorous alone (ρ=.43
compared with ActiGraph) than for MVPA. After data for this
study were collected, Fitbit updated this variable with the label
of “active minutes” and a clear definition of “any activity that
elicits energy expenditure of ≥3 METs [metabolic equivalents]
for a duration of 10 minutes or more.” This aligns the Fitbit
definition of “active minutes” directly with the US Centers for
Disease Control and Prevention recommendations for MVPA
[21] and future studies should investigate whether the revised
classification improves the accuracy of MVPA estimates. The
Jawbone active time data could include activities of intensity
less than moderate-vigorous, which could also explain the
difference from ActiGraph MVPA data.
The Jawbone UP is one of the few devices available on the
market that reports on time spent idle and this is valuable
because of the evidence base linking prolonged sedentary
behavior to a range of adverse health outcomes [34]. Our
findings indicate that the accuracy of these data are poor, with
weak correlations between the Jawbone UP variable “longest
idle time” per day and ActiGraph-determined “longest sedentary
bout” per day. No previous studies have investigated the “idle
time” feature of the Jawbone UP and, similar to MVPA, the
poor correlations may reflect the relative measures of idle time
and sedentary time. Sedentary behavior is now well defined as
any waking activity performed in a reclined or seated posture
that elicits an energy expenditure of ≤1.5 METs [35]. However,
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the manufacturer’s definition of “idle time” could not be
identified. Our assumption that idle time should relate to
sedentary time has good justification because Jawbone UP
discourages idle time in the same way that health promotion
messages discourage sedentary behavior [32]. Nonetheless,
increased transparency from manufacturers regarding exact
definitions of their variables and how they are calculated
(including both idle time and active time for the Jawbone UP)
would significantly improve the ability of researchers to explore
the accuracy of these devices. It would also inform decision
making about how to use these monitors in research studies.
In a recent systematic review of intervention studies,
self-monitoring was reported as a “very promising” tool for
reduction of sedentary behavior [36]. Accurate tools for
self-monitoring sedentary behavior are critically needed;
however, our findings suggest that the Jawbone UP measure of
idle time should be used with caution. This is an important
finding given that the Jawbone UP measures of idle time and
the associated “inactivity alerts” are a point of difference
between the many devices that are available.
Limitations of this study include the predominantly female,
healthy, middle-aged sample, which limits the generalizability
of the findings. The study could not control for wear time of
the consumer devices and this may explain in part some of the
large absolute differences between the devices and the
ActiGraph. Although it is likely that data with very large
differences may be attributable to differences in wear time, these
data were not excluded from the current analyses because we
were not able to verify this objectively. However, the sample
had good wear compliance, evidenced by mean daily steps above
normative values for this population [3]. In addition, it is
possible that comparing devices with two different wear
locations (wrist-worn Jawbone UP vs hip-worn ActiGraph) may
have influenced the results. However, a recent study has reported
that ActiGraph measured physical activity correlates moderately
well between wrist and hip sites [37]. Further, this study used
the ActiGraph with the cutpoint of 100 counts per minute as
the comparison methods for sedentary behavior. Although this
approach is commonly used in this field [5,24], future studies
should consider using the activPAL (PAL Technologies Ltd,
Glasgow, UK) device, a thigh-worn accelerometer/inclinometer
that evaluates time spent sedentary based on posture rather than
the cutpoint method [38]. Finally, the epoch length of the
consumer-based trackers may be different from the ActiGraph.
Accelerometry data in this study were processed in 30-second
epochs. Additional sensitivity analyses (not shown) using
60-second epochs did not alter the overall findings.
Study strengths include the free-living setting, which improves
ecological validity and takes previous laboratory studies into a
real-world setting. More specifically, our study was conducted
in the context of a physical activity intervention as would
typically be used in research activities (eg, for self-monitoring
of behavior change). The study also concurrently assessed two
of the most popular brands of activity trackers on the market
and two popular wear locations, wrist and waist. The reference
measure (ActiGraph) was a previously validated device, with
a large number of daily observations for comparison. Finally,
our thorough evaluation of systematic bias is novel and a
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strength of this study. Only one recent study has assessed the
possibility of systematic bias for these devices and only for the
outcome energy expenditure [39]. It also found potential for
systematic bias in the mean difference, with less evident bias
for the Fitbit Flex than the Jawbone UP [39].
Consumer-based activity trackers are widely used in the general
population and research settings and have considerable potential
to facilitate positive health behavior change in individuals,
through the self-monitoring of physical activity and sedentary
behavior. From both a consumer and researcher perspective, it
is critical that these devices measure what they claim to measure.
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Our findings suggest that the Fitbit One and Jawbone UP have
utility for measuring steps; however, due to modest accuracy
and systematic bias, they are better suited as self-monitoring
tools (eg, for the public consumer or in behavior change
interventions) rather than for evaluation of research outcomes.
The outcomes that relate to health-enhancing MVPA (eg, the
Fitbit One’s “very active minutes” or the Jawbone UP’s “active
time”) and sedentary behavior (“idle time” on the Jawbone UP)
should be used with caution for both consumers and researchers
alike. Future research should continue to assess the accuracy of
these activity and sedentary behavior outcomes as manufacturers
refine the measurement capacity of these devices.

Acknowledgments
Drs Gomersall and Pavey were supported by an Australian National Health and Medical Research Council (NHMRC) program
grant (NHMRC no: 569940). The study was funded by a Start-Up Grant from The University of Queensland.

Conflicts of Interest
None declared.

References
1.

2.

3.

4.

5.

6.
7.

8.

9.
10.

11.

12.
13.
14.

Proper KI, Singh AS, van Michelen MW, Chinapaw MJ. Sedentary behaviors and health outcomes among adults: a systematic
review of prospective studies. Am J Prev Med 2011 Feb;40(2):174-182. [doi: 10.1016/j.amepre.2010.10.015] [Medline:
21238866]
Lee I, Shiroma EJ, Lobelo F, Puska P, Blair SN, Katzmarzyk PT, Lancet Physical Activity Series Working Group. Effect
of physical inactivity on major non-communicable diseases worldwide: an analysis of burden of disease and life expectancy.
Lancet 2012 Jul 21;380(9838):219-229 [FREE Full text] [doi: 10.1016/S0140-6736(12)61031-9] [Medline: 22818936]
Australian Bureau of Statistics. 4364.0.55.044 - Australian health survey: physical activity, 2011-12 URL: http://www.
abs.gov.au/ausstats/abs@.nsf/Latestproducts/D4495467B7F7EB01CA257BAC0015F593?opendocument [accessed
2016-08-17] [WebCite Cache ID 6jpI7OCnG]
Hadgraft NT, Lynch BM, Clark BK, Healy GN, Owen N, Dunstan DW. Excessive sitting at work and at home: Correlates
of occupational sitting and TV viewing time in working adults. BMC Public Health 2015;15:899 [FREE Full text] [doi:
10.1186/s12889-015-2243-y] [Medline: 26374514]
Healy GN, Wijndaele K, Dunstan DW, Shaw JE, Salmon J, Zimmet PZ, et al. Objectively measured sedentary time, physical
activity, and metabolic risk: the Australian Diabetes, Obesity and Lifestyle Study (AusDiab). Diabetes Care 2008
Feb;31(2):369-371. [doi: 10.2337/dc07-1795] [Medline: 18000181]
Patel MS, Asch DA, Volpp KG. Wearable devices as facilitators, not drivers, of health behavior change. JAMA 2015 Feb
3;313(5):459-460. [doi: 10.1001/jama.2014.14781] [Medline: 25569175]
Lyons EJ, Lewis ZH, Mayrsohn BG, Rowland JL. Behavior change techniques implemented in electronic lifestyle activity
monitors: a systematic content analysis. J Med Internet Res 2014;16(8):e192 [FREE Full text] [doi: 10.2196/jmir.3469]
[Medline: 25131661]
Butryn ML, Arigo D, Raggio GA, Colasanti M, Forman EM. Enhancing physical activity promotion in midlife women
with technology-based self-monitoring and social connectivity: A pilot study. J Health Psychol 2014 Dec 8:1548-1555.
[doi: 10.1177/1359105314558895] [Medline: 25488937]
Cadmus-Bertram LA, Marcus BH, Patterson RE, Parker BA, Morey BL. Randomized trial of a Fitbit-based physical activity
intervention for women. Am J Prev Med 2015 Sep;49(3):414-418. [doi: 10.1016/j.amepre.2015.01.020] [Medline: 26071863]
Wang JB, Cadmus-Bertram LA, Natarajan L, White MM, Madanat H, Nichols JF, et al. Wearable sensor/device (Fitbit
One) and SMS text-messaging prompts to increase physical activity in overweight and obese adults: a randomized controlled
trial. Telemed J E Health 2015 Oct;21(10):782-792. [doi: 10.1089/tmj.2014.0176] [Medline: 26431257]
Statista. 2014. Forecast unit sales of wearables worldwide by category from 2014 to 2016 (in millions) URL: http://www.
statista.com/statistics/413225/wearables-worldwide-unit-sales-forecast/ [accessed 2016-05-18] [WebCite Cache ID
6hab0GEy5]
Lee J, Kim Y, Welk GJ. Validity of consumer-based physical activity monitors. Med Sci Sports Exerc 2014
Sep;46(9):1840-1848. [doi: 10.1249/MSS.0000000000000287] [Medline: 24777201]
Takacs J, Pollock CL, Guenther JR, Bahar M, Napier C, Hunt MA. Validation of the Fitbit One activity monitor device
during treadmill walking. J Sci Med Sport 2014 Sep;17(5):496-500. [doi: 10.1016/j.jsams.2013.10.241] [Medline: 24268570]
Case MA, Burwick HA, Volpp KG, Patel MS. Accuracy of smartphone applications and wearable devices for tracking
physical activity data. JAMA 2015 Feb 10;313(6):625-626. [doi: 10.1001/jama.2014.17841] [Medline: 25668268]

http://www.jmir.org/2016/9/e239/

XSL• FO
RenderX

J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 10
(page number not for citation purposes)

JOURNAL OF MEDICAL INTERNET RESEARCH
15.
16.

17.

18.
19.

20.

21.
22.
23.
24.

25.
26.
27.

28.

29.
30.
31.
32.

33.
34.

35.
36.

37.
38.

Diaz KM, Krupka DJ, Chang MJ, Peacock J, Ma Y, Goldsmith J, et al. Fitbit®: an accurate and reliable device for wireless
physical activity tracking. Int J Cardiol 2015 Apr 15;185:138-140. [doi: 10.1016/j.ijcard.2015.03.038] [Medline: 25795203]
Tully MA, McBride C, Heron L, Hunter RF. The validation of Fibit Zip™ physical activity monitor as a measure of
free-living physical activity. BMC Res Notes 2014;7:952 [FREE Full text] [doi: 10.1186/1756-0500-7-952] [Medline:
25539733]
Ferguson T, Rowlands AV, Olds T, Maher C. The validity of consumer-level, activity monitors in healthy adults worn in
free-living conditions: a cross-sectional study. Int J Behav Nutr Phys Act 2015;12:42 [FREE Full text] [doi:
10.1186/s12966-015-0201-9] [Medline: 25890168]
Evenson KR, Goto MM, Furberg RD. Systematic review of the validity and reliability of consumer-wearable activity
trackers. Int J Behav Nutr Phys Act 2015;12(1):159 [FREE Full text] [doi: 10.1186/s12966-015-0314-1] [Medline: 26684758]
Australian Institute for Health and Welfare. 2003. The Active Australia Survey: a guide and manual for implementation,
analysis and reporting URL: http://www.aihw.gov.au/publication-detail/?id=6442467449 [accessed 2016-08-17] [WebCite
Cache ID 6jpIWasKd]
Brown WJ, Burton NW, Marshall AL, Miller YD. Reliability and validity of a modified self-administered version of the
Active Australia physical activity survey in a sample of mid-age women. Aust N Z J Public Health 2008 Dec;32(6):535-541.
[doi: 10.1111/j.1753-6405.2008.00305.x] [Medline: 19076744]
Fitbit. 2015. What are active minutes? URL: https://help.fitbit.com/articles/en_US/Help_article/What-are-very-active-minutes/
[accessed 2016-01-15] [WebCite Cache ID 6eXzcy4DN]
Troiano RP, Berrigan D, Dodd KW, Mâsse LC, Tilert T, McDowell M. Physical activity in the United States measured by
accelerometer. Med Sci Sports Exerc 2008 Jan;40(1):181-188. [doi: 10.1249/mss.0b013e31815a51b3] [Medline: 18091006]
Aadland E, Ylvisåker E. Reliability of objectively measured sedentary time and physical activity in adults. PLoS One 2015
Jul;10(7):e0133296 [FREE Full text] [doi: 10.1371/journal.pone.0133296] [Medline: 26192184]
Healy GN, Matthews CE, Dunstan DW, Winkler EA, Owen N. Sedentary time and cardio-metabolic biomarkers in US
adults: NHANES 2003-06. Eur Heart J 2011 Mar;32(5):590-597 [FREE Full text] [doi: 10.1093/eurheartj/ehq451] [Medline:
21224291]
Santos-Lozano A, Marín PJ, Torres-Luque G, Ruiz JR, Lucía A, Garatachea N. Technical variability of the GT3X
accelerometer. Med Eng Phys 2012 Jul;34(6):787-790. [doi: 10.1016/j.medengphy.2012.02.005] [Medline: 22417978]
Swartz AM, Strath SJ, Bassett DR, O'Brien WL, King GA, Ainsworth BE. Estimation of energy expenditure using CSA
accelerometers at hip and wrist sites. Med Sci Sports Exerc 2000 Sep;32(9 Suppl):S450-S456. [Medline: 10993414]
Abel MG, Hannon JC, Sell K, Lillie T, Conlin G, Anderson D. Validation of the Kenz Lifecorder EX and ActiGraph GT1M
accelerometers for walking and running in adults. Appl Physiol Nutr Metab 2008 Dec;33(6):1155-1164. [doi:
10.1139/h08-103] [Medline: 19088773]
Lee JA, Williams SM, Brown DD, Laurson KR. Concurrent validation of the Actigraph gt3x+, Polar Active accelerometer,
Omron HJ-720 and Yamax Digiwalker SW-701 pedometer step counts in lab-based and free-living settings. J Sports Sci
2015;33(10):991-1000. [doi: 10.1080/02640414.2014.981848] [Medline: 25517396]
Marfell-Jones M, Olds T, Stewart A, Carter L. International Standards for Anthropometric Assessment. Potchefstroom,
South Africa: International Society for the Advancement of Kinanthropometry; 2006.
Bland JM, Altman DG. Statistical methods for assessing agreement between two methods of clinical measurement. Lancet
1986 Feb 8;1(8476):307-310. [Medline: 2868172]
Brown R, Richmond S. An update on the analysis of agreement for orthodontic indices. Eur J Orthod 2005 Jun;27(3):286-291
[FREE Full text] [doi: 10.1093/ejo/cjh078] [Medline: 15947229]
Department of Health. Australia's Physical Activity and SedentaryBehaviour Guidelines. Canberra: Australian Government;
2014. URL: http://www.health.gov.au/internet/main/publishing.nsf/Content/health-pubhlth-strateg-phys-act-guidelines/
$File/FS-Adults-18-64-Years.PDF[WebCite Cache ID 6eXzkun16]
Storm FA, Heller BW, Mazzà C. Step detection and activity recognition accuracy of seven physical activity monitors. PLoS
One 2015;10(3):e0118723 [FREE Full text] [doi: 10.1371/journal.pone.0118723] [Medline: 25789630]
Wilmot EG, Edwardson CL, Achana FA, Davies MJ, Gorely T, Gray LJ, et al. Sedentary time in adults and the association
with diabetes, cardiovascular disease and death: systematic review and meta-analysis. Diabetologia 2012
Nov;55(11):2895-2905. [doi: 10.1007/s00125-012-2677-z] [Medline: 22890825]
Sedentary Behaviour Research Network. Letter to the editor: standardized use of the terms “sedentary” and “sedentary
behaviours”. Appl Physiol Nutr Metab 2012 Jun;37(3):540-542. [doi: 10.1139/h2012-024] [Medline: 22540258]
Gardner B, Smith L, Lorencatto F, Hamer M, Biddle SJ. How to reduce sitting time? A review of behaviour change strategies
used in sedentary behaviour reduction interventions among adults. Health Psychol Rev 2015 Sep 16:1-24. [doi:
10.1080/17437199.2015.1082146] [Medline: 26315814]
Morris ME, Aguilera A. Mobile, social, and wearable computing and the evolution of psychological practice. Prof Psychol
Res Pr 2012 Dec;43(6):622-626 [FREE Full text] [doi: 10.1037/a0029041] [Medline: 25587207]
Grant PM, Ryan CG, Tigbe WW, Granat MH. The validation of a novel activity monitor in the measurement of posture
and motion during everyday activities. Br J Sports Med 2006 Dec;40(12):992-997 [FREE Full text] [doi:
10.1136/bjsm.2006.030262] [Medline: 16980531]

http://www.jmir.org/2016/9/e239/

XSL• FO
RenderX

Gomersall et al

J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 11
(page number not for citation purposes)

JOURNAL OF MEDICAL INTERNET RESEARCH
39.

Gomersall et al

Bai Y, Welk GJ, Nam YH, Lee JA, Lee J, Kim Y, et al. Comparison of consumer and research monitors under semistructured
settings. Med Sci Sports Exerc 2015 Jul 6;48(1):151. [doi: 10.1249/MSS.0000000000000727] [Medline: 26154336]

Abbreviations
BMI: body mass index
ICC: intraclass correlation coefficient
MET: metabolic equivalent
MVPA: moderate-to-vigorous physical activity

Edited by G Eysenbach; submitted 17.01.16; peer-reviewed by P Freedson, N Ridgers, S Linke; comments to author 06.04.16; revised
version received 06.06.16; accepted 20.07.16; published 07.09.16
Please cite as:
Gomersall SR, Ng N, Burton NW, Pavey TG, Gilson ND, Brown WJ
Estimating Physical Activity and Sedentary Behavior in a Free-Living Context: A Pragmatic Comparison of Consumer-Based Activity
Trackers and ActiGraph Accelerometry
J Med Internet Res 2016;18(9):e239
URL: http://www.jmir.org/2016/9/e239/
doi: 10.2196/jmir.5531
PMID: 27604226

©Sjaan R Gomersall, Norman Ng, Nicola W Burton, Toby G Pavey, Nicholas D Gilson, Wendy J Brown. Originally published
in the Journal of Medical Internet Research (http://www.jmir.org), 07.09.2016. This is an open-access article distributed under
the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/2.0/), which permits unrestricted
use, distribution, and reproduction in any medium, provided the original work, first published in the Journal of Medical Internet
Research, is properly cited. The complete bibliographic information, a link to the original publication on http://www.jmir.org/,
as well as this copyright and license information must be included.

http://www.jmir.org/2016/9/e239/

XSL• FO
RenderX

J Med Internet Res 2016 | vol. 18 | iss. 9 | e239 | p. 12
(page number not for citation purposes)

